Technical characteristics of fractional light devices.
This article deals with the technical characteristics of fractional light devices, fractional lasers, and light sources that cause their biologic effects by increasing the temperature of the target tissues to the point where the target is either killed, or in other cases where the temperature of the target tissue is increased to the point where repair and remodeling systems are turned on but tissue is not killed. Resurfacing devices act by causing ablation and/or coagulation.